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510(K) Summary 

PAT is an OTC medical device. This device is used for temporary relief of pain of sore 
and aching muscles  joints, due to strain from exercise or normal household and work
activities. The device consists of a small battery operated enclosure with an LCD screen 
and user buttons to control the device. A monophasic micro-current waveform is 
transmitted to the affected body part through a cable connected via snaps to skin surface 
electrodes. There are 8 non-programmable modes representing 8 different body areas to 
treat. 

Sponsor: Marchan Medical, LLC 

Southern Pines, NC 283

Contact Person: Mark Chandler, MD 

Phone:   910-783-5285

Email:  Mark @marchanmedical.com

Date of Submission: August 1 , 201

Proprietary Name: PAT 

Common Name:  Transcutaneous electrical nerve stimulator (TENS) 

Classification Name:  Stimulator, nerve, Transcutaneous, Over-the-Counter 

Regulation Number: 21 CFR 882.5890 

Regulatory Class: II 

Product Code:  NUH 

Classification Panel: Neurology 

Predicate Device:  MCT Patch (K1 )

Indications for Use: 

Temporary relief of pain associated with sore and aching muscles and joints due to 
strain from exercise or normal household and work activities.

mailto:MarkMD@marchanmedical.com
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Basic Unit Characteristics 

PAT uses Painmaster MCT Patch as the predicate device.

Parameter Painmaster MCT Patch
Predicate Device 
(K130114)

PAT 
Proposed Device 

Manufacturer 

Specifications Developer 

Newmark, Inc. Shenzhen Bless Electronic 
Technology Co., Ltd.

 Marchan Medical, LLC 

Product Code NUH NUH 

Environment of use Clinics, hospital and home 

environment 

Clinics, hospital and home 

environment 

Indications for Use Temporary relief of pain 
associated with sore and 
aching muscles in the 
upper and lower 
extremities due to strain 
from exercise or normal 
household and work 
activities.

Temporary relief 
associated with sore and 
aching muscles and 
joints due to strain from 
exercise or normal 
household and work 
activities. 

Patient Population Adult Adult 

Operation Mode Waveform: monophasic 
square wave with 50% 
duty cycle.
Amplitude: 42 µA 
Frequency: 0.5 Hz 

Waveform: monophasic 
square wave. with 50% 
duty cycle.
Amplitude:40 µA 
Frequency: 3 Hz 

Power Source Primary battery only. 
One time use.

Primary battery only. 
3 replaceable AAA 
batteries, not 
rechargeable. 

Operational Indicator Yes, LED light Yes, LCD screen 

Time Range Not adjustable, up to
300 hours

40-55 minutes depending 
on area treated 

Housing Materials and 
Construction 

Plastic (ABS) enclosure Plastic (ABS) enclosure 

(K182267)

of pain
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Body contact material Electrode, CE certified Electrode, FDA cleared 

Maximum Average Current 42 µA 40 µA

OTC Use Yes Yes 

Dimensions (in.) 
W x H xD 

1.6 x 0.3 x 1 6 x 2.75 x 1 

Weight 0.03 lb. 0.25 lb. 

Operating Temperature and 
Humidity 

10-45°C, 20%-90% 10-45°C, 20%-90% 

Method of Line Current 
Isolation 

N/A N/A 

Patient Leakage Current Type BF Type BF 

Normal Condition 0 0 

Single Fault Condition 50 µA 50 µA

Average DC current through 
electrodes when device is on 
but no pulses being applied 

N/A (Pulse is always 
applied when on) 

0 

Number of Output Modes 1 1 (8 different  timings
based on body part being 
treated but only one 
preset waveform) 

Number of Output Channels 1 1 

Regulated Current of Voltage Regulated Current Regulated Current 

Software/Firmware/ 
Microprocessor Control? 

Yes Yes 

Automatic Overload Trip Yes Yes
Automatic No-Load Trip Yes Yes 

Automatic Shut-Off Yes Yes 

Indicator 
Display 

On/Off Status? Yes Yes 

Low Battery? No No 

Voltage/Current 
Level 

No No

Compliance with Voluntary 
Standards? 

EN 60601-1  
HA60601-1-11 
IEC 60601-1-2 
IEC 60601-2-10 

AAMI ES 60601-1
IEC 60601-1-2 
IEC 60601-2-10 

Compliance with 21 CFR 898 N/A N/A 

Electrode cable 4 Inch snap 40 inch double snap, 
3.5mm 
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Parameter Predicate Device Proposed Device 

Product Name Painmaster MCT Patch PAT 

510(K) number K130114

Number of output modes 1 1 (8 different timings based

on body part being treated but 

only one preset waveform ) 

Number of output channels 1 1 

Waveform Square monophasic,

50% duty cycle 

Square monophasic, 

50% duty cycle 

Maximum output 

Voltage (max) 500 Ω 

2K Ω 10K Ω 

500 Ω : 22mV 

2K Ω: 84mV 

10K Ω: 370mV

500 Ω :20.8 mV 

2K Ω: 82.0 mV

10K Ω: 416 mV

.5 V

Maximum output 

Current (max) 500 Ω 

2K Ω 10K Ω 

500 Ω : 42 µA 

2K Ω: 42 µA 

10K Ω: 37 µA

500 Ω : 41.6µA 

2K Ω: 41.0 µA 

10K Ω: 41.6 µA

Max. Phase charge @500 Ω

(Phase charge=pulse duration X 
current amplitude)

44 microcoulombs 6.9 microcoulombs

Max. Average Current @500Ω 42 µA 41.6 µA

Max. Current density @500 Ω) 0.002 mA/ cm2 0.0016 mA/cm2

Maximum Power Density (500 Ω) 0.00005mW/cm2 0.000035 mW / cm2

Output Specifications

K182267

(using included 5X5cm electrodes)

(using included 5X5cm electrodes)
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Frequency (Hz) 0.5Hz 3 Hz 

Pulse Duration 1.0 sec 0.166 sec 

Burst Mode N/A N/A 

Timer range (min) 0-300 hours, depending on
battery life

40-55 min selectable by
MODE.

The conclusions drawn from the nonclinical  tests described above demonstrate that 
the device is as safe and effective as the predicate device. The waveform used in both 
devices is similar with a square waveform with a 50% duty cycle as discovered with 
oscilloscope readings. The indications for use are very similar, both devices met the 
same test standards, and both use very low frequency pulses.

000009




